Use of BIS VISTA bilateral monitor for diagnosis of intraoperative seizures, a case report.
Changes in BIS (bispectral index) VISTA bilateral monitoring system associated with intraoperative episodes of generalized and focal seizures, during total intravenous anesthesia for resection of a left frontal parasagittal meningioma, are herein described.